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Abstract: We present the design, fabrication and characterization of a new all-optical
frequency modulated pressure sensor. Using the tangential strain in a circular membrane, a
waveguidewith an integrated nanoscale Bragg grating is strained longitudinallyproportional
to theapplied pressurecausing a shift in theBragg wavelength. The simpleand robust design
combinedwith the small chip area of 1 × 1.8 mm2 makes the sensorideally suited for remote
and distributed sensing in harsh environments and where miniaturized sensors are required.
The sensor is designed for high pressure applications up to 350 bar and with a sensitivity of
4.8 pm/bar (i.e., 350 ×105 Pa and 4.8 × 10−5 pm/Pa, respectively).
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1. Introduction
All-opticalsensorsarecharacterized bytheirimmunityto electromagneticinterference, safeoperation
(no risk of ignition due to short circuits) and remote sensing capabilities due to low transmission
loss in optical ﬁbers. A number of all-optical amplitude modulated sensors are known, including the
Fabry–Perot [1,2] and Mach–Zehnder interferometric sensors [3]. While amplitude modulated opticalSensors 2011, 11 10616
sensors are capable of extremely high sensitivity, they do not lend themselves to distributed sensing
since each sensor requires its own transmission line. An alternative in cases where distributed sensing
is essential for system operation is frequency modulated sensors such as ﬁber Bragg grating (FBG)
sensors [4]. Using wavelength division multiplexinglarge arrays of FBGs can be used for e.g., structural
health monitoring and oil exploration [5]. In this paper we present the fabrication and characterization
of a recently proposed nano and micro fabricated frequency modulated Bragg grating sensor for high
pressure sensing in harsh environments and use in distributed and remote sensing systems [6].
2. Design
The basic sensing principle is based on the deformation of a waveguide with an integrated Bragg
grating causing a shift ∆λB in the Bragg wavelength λB = 2neΛ, where ne is the effective index and Λ
the grating period. If the effect of temperature, which can easily be compensated for as will be discussed
later, and photoelastic effects are ignored, the Bragg wavelength shift is given by
∆λB = 2ne∆Λ (1)
where ∆Λ = εℓΛ is the shift in grating period due to a longitudinal strain εℓ; it follows that the Bragg
wavelength shift can be written
∆λB = λBεℓ (2)
A very simple way to convert an applied pressure to a strain in the Bragg grating is to place the
grating on a circular membrane. It is, however, important that the strain is uniform and longitudinal
in order to increase the grating reﬂectivity and reduce the reﬂection peak bandwidth. Since the radial
strain of a circular membrane is not constant, it is not practical to let the grating cross the membrane
in a straight line, e.g., along a diameter. However, if the grating is placed in a waveguide following
a circular curve at constant radial distance from the center of the membrane, the tangential strain at
the waveguide position is constant along the length of the curve and linearly dependent on pressure
and can thus be used for pressure sensing. An illustration of the device is shown in Figure 1. The
effective index modulation necessary for Bragg reﬂection to occur can be obtained by modulating the
waveguideheight and/orwidth orby modulationof material properties. From a fabrication point of view,
however, high corrugation depth combined with nanometer scale grating period and micrometer scale
waveguide dimensions presents a challenge during deﬁnition of the sensor structure since high aspect
ratios will occur. To avoid this problem the corrugations for this sensor are fabricated in both sides of
the waveguide. Since the effective index of the waveguide is larger at the outer rim than at the inner rim,
this design will effectively chirp the grating.
For isotropic plate materials the plate deﬂection w can be calculated from the well known
Euler–Bernoulli equation
D∇
4w = p (3)
where D is the ﬂexural rigidity and p is the uniform applied pressure difference across the plate. The
boundary conditions for the Euler–Bernoulli equation, if the rim of the plate is rigidly clamped, are zeroSensors 2011, 11 10617
deﬂection and slope on the boundary. However, if silicon or other anisotropic materials are used as plate
material, the plate deﬂection is better described using the Holgate–Huber equation [7]
DH
￿
∂4w
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∂4w
∂x3∂y
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∂4w
∂x2∂y2 + k3
∂4w
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∂4w
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￿
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where k1, k2, k3 and k4 are constants related to the stiffness tensor and DH the proper ﬂexural rigidity
of the anisotropic plate; for isotropic materials k4 = 1 and k2 = 2, while k1 = k3 = 0, and then
Equations (3) and (4) are identical. For a crystalline silicon (100) plate k4 = 1 and k2 ≃ 2.8, while
k1 = k3 = 0.
Figure 1. Top view (left) and side view (right) of the Bragg grating sensor. The sensor
consists of a silicon membrane in a silicon chip with a dielectric optical waveguide on
top; in the optical waveguide a Bragg grating is formed. The grating is located in the
curved semicircular part of the waveguide on top of the membrane. The chip includes ﬁber
alignment groves to facilitate coupling to optical ﬁbers.
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For a circular anisotropic, crystalline silicon plate of radius a Equation (4) is easily solved, and
interestingly, the deﬂection shape for this speciﬁc case is identical to that of a circular isotropic plate
w =
pa4
64Deﬀ
￿
1 −
x2 + y2
a2
￿2
(5)
however, an effective ﬂexural rigidity Deﬀ = (k2 + 3k4 + 3)DH/8 must be used instead of the ﬂexural
rigidity D. For a (100) silicon plate Deﬀ/DH equals (k2 +3k4 +3)/8 ≈ 1.1, while the effective ﬂexural
rigidity is
Deﬀ =
h3
12
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C11 −
C2
12
C11
￿
−
1
4
(C11 − C12 − 2C44)
￿
≃
h3
12
× 156 × 10
9 Pa (6)
where Cij are elements of the stiffness matrix for silicon. We note that the conventional treatment of
the silicon (100) plate as an isotropic plate may lead to rather large errors in the calculated deﬂectionSensors 2011, 11 10618
unless elastic parameters fulﬁlling Y/(1 − ν2) ≃ 156 × 109 Pa are used. Hence, with the proper elastic
parameters the tangential strain, εθθ, is equal to that of a simple isotropic plate, i.e., [8]
εθθ =
"
1 + 5.72
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8Y
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h2 p (7)
where r =
p
x2 + y2 and the term 5.72(h/a)2 is a correction necessary for thick plates. Combining
Equations (2) and (7) the sensitivity is
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which using Equation (6) reduces to
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In fabricated devices thin dielectric ﬁlms are deposited on the membrane, these will increase the
effectiveﬂexural rigidityofthemembranedueto theadded thicknessand dueto apossiblebuilt-instress.
A built-in stress leads to additional terms −hf
∂
∂xβ
￿
σαβ
∂w
∂xα
￿
on the left-hand side of Equation (4), where
σαβ is the in-plane built-in stress, hf is the thickness of the thin ﬁlm, while xα and xβ are the in-plane
coordinates, i.e., x1 = x, and x2 = y [9]; in the case of an isotropic built-in stress σ0 the additional
term is simply −hfσ0∇2w. From a simple minimum energy calculation using the unperturbed deﬂection
shape, Equation (5), the effect of built-in stress may be corrected for by using a revised effective ﬂexural
rigidity Deﬀ = [3 + k2 + 3k4 + hfσ0a2/(2DH)]DH/8.
It is further noted that the sensor allows for an additional Bragg grating outside the plate, so that any
wavelength shift not induced by pressure, e.g., temperature, may be compensated for by performing a
differential measurement.
The design was also analyzed using the commercial ﬁnite element modeling (FEM) software
COMSOL. Taking advantage of the radial symmetry of the device, the FEM analysis can be reduced
to a two dimensional anisotropic continuum analysis. Each layer was deﬁned according to dimensions
obtained during fabrication and using thematerials library availablein COMSOL. Anymeasured intrinsic
stress was also included in the model. Fixed boundary conditions are applied on the outer perimeter and
a uniform pressure load on the upper surface. Using a triangular mesh of 25600 elements a convergent
solution was found.
3. Fabrication
The sensor has been fabricated according to the process ﬂow shown in Figure 2. An atmospheric
pressure oxide (APOX) silicon wafer with approximately 8 µm of SiO2 on both sides is etched for 5 min
in bHF (buffered hydroﬂuoric acid) in order to reduce surface roughness and remove any particles (a).
The remaining SiO2 is acting as the lower cladding layer of the waveguide. The core of the waveguide
is made from 2.5 µm SiON deposited by PECVD (b). The index contrast is approximately 0.02 and the
core thickness allows for single mode waveguide operation at 1,550 nm wavelength. The Bragg gratingSensors 2011, 11 10619
is formed in the SiON by e-beam lithography (EBL) using the positive resist ZEP520a and a lift-off of
60 nm aluminum that is used as an etch mask in the following deep reactive ion etch (DRIE) (c). The
upper cladding is made of borophosphosilicateglass (BPSG) that allows for re-ﬂow during the following
1,000 ◦C anneal and thereby improved step coverage of the Bragg grating; the step coverage is in general
otherwise insufﬁcient in PECVD processes (d). The ﬁber grooves (e) and the membrane are both made
by conventional UV lithography followed by an advanced oxide etch (AOE) and a DRIE silicon etch.
The resulting membranes are 135 µm thick of which 112 µm is silicon and 23 µm is cladding layers
(SiO2, SiON and BPSG).
Figure 2. Schematic of the fabrication process. The waveguide is made on an APOX wafer,
where the SiO2 will act as the lower cladding layer (a). The waveguidecore is made in SION
deposited by PECVD (b) and the Bragg grating is fabricated by a combination of EBL and
DRIE (c). The upper cladding layer is made by PECVD deposited BPSG which is annealed
at high temperature (d). Fiber grooves (e) and the membrane (f) are both etched using AOE
and DRIE.
a) b) c)
d) e) f)
Si SiO2 SiON BPSG
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The ﬁnal test chip is shown in Figure 3(a). The test chip is relatively large, 1 × 1 cm2, in order to
facilitate and ease handling during characterization and contains two sensors as well as additional ﬁber
grooves. The sensors each takes up an area of 1 × 1.8 mm2 and have membrane radii of 400 µm. A
SEM image of the part of the waveguide containing the grating region is shown in Figure 3(b) at step
(c) in the fabrication process. The corrugations in the sides of the waveguide are clearly seen and each
have a width of 260 nm (Λ = 520 nm). In order to obtain a detectable reﬂection peak even for short
gratings, the index modulation and thus the corrugation depth has to be sufﬁciently large. In this case a
corrugation depth of 260 nm is used.Sensors 2011, 11 10620
Figure 3. (a) Microscope images of a test chip with two sensors (marked with red dashed
boxes). The test chip area is 1 × 1 cm2 while the sensors occupy an area of 1 × 1.8 mm2.
The membrane is not visible, but has been marked with a yellow circle on the close up of
the sensor. (b) Color enhanced SEM image of part of the curved waveguide (purple). The
Bragg grating is seen as corrugationsin both sides of the waveguide. The period of the Bragg
grating is 520 nm.
500µm
(a) (b)
4. Results
For characterization of the pressure sensitivity gas pressure was applied to the Bragg grating side of
the membrane using a Druck DPI520 pressure controller and light was coupled to the test chip from a
Koheras SuperK supercontinuum laser through a SMF-28 optical ﬁber. The reﬂected light was measured
by means of a ﬁber optic circulator and an Agilent AQ-6315A optical spectrum analyzer. The spectrum
of the reﬂected signal is seen in Figure 4(a), and from a Gaussian ﬁt the center wavelength was found
to be λB = 1543.8 nm, while the standard deviation is 16 pm and the full width half maximum of the
peak is FWHM = 17.6 nm. This relatively large peak width is a result of the chirping mentioned in the
design section. The Gaussian ﬁt is applied using the linear power scale and a power offset is included.
While other ﬁtting functions could be used, the Gaussian ﬁt agrees well with measured data.
The change in Bragg wavelength as a function of applied pressure for a 400 µm radius membrane
sensor is plotted in Figure 4(b). A conservative estimate of the maximum allowable pressure, pmax, is
found theoretically using a siliconyield strength of≈ 1/10 the actual silicon yield strength[10], yielding
pmax = 350 bar (350 ×105 Pa). Measurement uncertainties are primarily related to the quality of the
Gaussian ﬁt and to the accuracy of the pressure read-out from the pressure controller. A linear ﬁt of
the measurement data results in a slope of 4.8 pm/bar (4.8 ×10−5 pm/Pa). Considering the standard
deviation of the Gaussian ﬁt is 16 pm (shown as error bars in the plot), the measurements are easily
within two standard deviations of the ﬁnite element method (FEM) model (full line) and the analytical
results (dashed curve) as obtained from Equation (9). The lower Young’s modulus of the cladding layers
have been included in the analytical calculation by using a thickness weighted average. This reduces the
effective Young’s modulus to approximately 141 MPa.Sensors 2011, 11 10621
Figure 4. (a) Measured reﬂection spectrum from the a Bragg grating sensor with a Bragg
wavelength of 1,543.8 nm; the full red curve is a Gaussian ﬁt to the measured data with a
standard deviation of the center wavelength of 16 pm. (b) The measured absolute Bragg
wavelength shift as function of pressure for a 400 µm radius membrane with the grating
positioned at 200 µm from the center. The error bars equal ±16 pm, i.e., one standard
deviation, and thus the sensitivity of ∼ 4.8 pm/bar (4.8 × 10−5 pm/Pa) is found to be easily
within two standard deviations of both FEM simulation (full curve) and analytical results
(dashed curve).
1520 1530 1540 1550 1560 1570
λ [nm]
-54
-52
-50
-48
-46
P
o
w
e
r
[
d
B
m
]
Measurement
Gaussian fit
(a)
0 5 10 15 20 25 30 35
Pressure [Bar]
0
50
100
150
∆
λ
[
p
m
]
Data
Anisotropic FEM
Analytic
(b)
Conventional electrical MEMS pressure sensors are typically based on either piezoresistive or
capacitive technology [11,12]. It is common to implement these technologies using the deﬂection
of a membrane or plate, equivalent to the optical sensor presented here. The sensitivity of the three
technologies can thus be compared by simply considering the relative change in the measured quantity,
approximately given as
∆R
R
= Kε,
∆λB
λB
= ε,
∆C
C
=
w
d0
(10)
where R is the resistance of the piezoresistor, K is the piezoresistive gauge factor, C is the capacitance
and d0 is the initial spacing and the capacitor plates. The gauge factor of p-type silicon is typically in
the order of ≈50–100 [13], however, the resistor adds thermal noise and with a high resolution optical
spectrum analyzer the sensitivities of the two technologies are comparable. The sensitivity of capacitive
pressure sensors is typically comparable or higher than piezoresistive sensors.
The stress of the waveguide thin ﬁlm was calculated from the measured change in wafer bow using
Stoney’s equation [14], and an effective intrinsic stress of σ0 = −3.2 MPa was found; this value is so
low that is does not affect the sensor sensitivity.
The coupling loss was measured to approximately 6 dB per coupling interface, which should be
compared to the coupling loss of 4 dB calculated from the mode overlap integral for the ﬁber waveguide
interface. The discrepancy may be attributed to alignment error. The transmission loss for the
waveguides was measured to less than 1 dB/cm at 1,550 nm wavelength. The wavelength shift dueSensors 2011, 11 10622
to temperature change of the integrated Bragg grating is found by heating a test chip using a Peltier
element. A temperature sensitivity of approximately 30 pm/K was found. The temperature sensitivity is
primarily due to a large thermooptic coefﬁcient of the waveguide material [15] and is comparable to the
temperature sensitivities found in FBG sensors.
5. Conclusions
In this paper the design, fabrication and characterization of a new all-optical frequency modulated
high pressure sensor has been presented. The sensor is well suited for distributed and remote sensing in
harsh environments. The sensor is made with conventional MEMS materials and technology combined
with e-beam lithography for nanostructuring of the Bragg grating, which allows for simple fabrication
and high mechanical stability. The pressure sensitivity of the sensor was measured to be 4.8 pm/bar
(4.8 × 10−5 pm/Pa) and the temperature sensitivity was measured to be 30 pm/K. The design could be
optimized for higher or lower sensitivities by adjusting the membrane dimensions.
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